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Plan QA

The ElectronRT App includes a set of QA Tools that allow the user to measure each treatment beam dose
on a water phantom, compute dose on bolus simulation CT images and compare results, and export QA
PDF reports. The QA Tools block is only enabled for approved treatment plans.

Dose QA

The Dose QA block computes and displays the dose for each beam in the treatment plan to a water
phantom. For each beam, the user is able to define the SSD and the depth of a measurement plane. This
measurement plane will be used to take a cross-sectional sample of the water phantom dose. The
dimensions of the water phantom, as well as the default measurement plane depth and dose grid
spacing, are defined and editable in the Site QA Options.

After defining the measurement plane depth for at least one beam, the user will be able to click the
Export QA Dose Files button to export a QA Dose DICOM file for every measurement plane dose to a local
directory. The exported DICOM will include:

1. A 1cm thick dose image around the set measurement plane
2. [optional] The full 3D water phantom dose - if the user has selected the full 3D dose export option

Fig. 1: Dose QA

Bolus QA

The Bolus QA block allows the user to import DICOM CT images and an optional structure set used for
bolus simulation QA. The process is very similar to the DICOM Patient Import.
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Fig. 3: Bolus QA Import
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Dose is computed on the re-imported CT images using the same beams as the treatment plan. The
resulting dose image, as well as the original plan dose and a gamma comparison image, are then
displayed in the Ul. The user can edit the Bolus QA block controls to change the gamma parameters as
well as shift the isocenter for each beam in the re-computed dose to account for positional shifts in the

bolus simulation CT images.

The comparison view shows the three images simultaneously on the corresponding CT images as well as
a graph displaying the DVHSs for the original and computed dose images. The user can switch between
Transverse, Sagittal, and Coronal for the comparison view in the Bolus QA Display Options in the right

side controls.

Fig. 4: Bolus QA
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Bolus QA Reports

Plan QA

The Bolus QA Reports block allows the user to export PDF reports with data gathered from the Bolus QA

block. Just like with Plan Reports, the user can add screenshots of the Bolus QA display Ul to the Bolus QA
report.

¥ QA Tools
* Dose QA

* Bolus QA

¥ Bolus QA Reports

Report Screen Shots
Add or remove screenshots for exporied reporis

TransverseCompare

Screen Shol Name:

Export Bolus QA Report
Export the Bolus QA Report (including saved screen shots)
¥ Open report after export
Copy PDF after export

Notes: Example notes for Bolus QA report.

» Block QA Reports

Fig. 5: Bolus QA Reports Ul

Bolus QA reports contain basic patient and treatment plan information as well as gamma analysis results,
dose reference point data, and structure dose statistics.
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Fig. 6: Bolus QA Report

Block QA Reports

The Block QA Reports block allows the user to export PDF printouts of the electron blocks used in the

treatment plan. The user can choose to display each block as a physical (true size) or isocenter
projection. There is also a printer-friendly option that removes the color from the block projection.

¥ QA Tools
* Dose QA

» Bolus QA
» Bolus QA Reports

¥ Block QA Reports
Block PDF Reports
Export the plan electron block PDF reports
b1 : GBO C338 CLD; 2020
» Block: 1-GBOC338-APER-C55505
@ b2 : G356 CO CLO; 6x6
x Block: :
* Report Options
Block Shape AL » Physical
Isocenter
Use printer inendly graphics

x Open report after export

Copy PDF after export
Export Block QA Reports

Fig. 7: Block QA Reports Ul
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